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INSTRUCTIONS FOR USE 
INSTRUMENT & OSTEOTOME TIP PROTECTORS 

 
 

To be placed on surgical instruments such as: scissors, needleholders, forceps, retractors, 
clamp, osteotome, and other surgical instruments during the cleaning and sterilisation process 
to protect the delicate and sharp edges and tips and reduce potential tear or damage to 
sterilisation pouches and wraps. 
 
Range includes: 
 

 
 

 

 

Osteotome tip protectors in 
clear or blue 

Standard instrument tip 
protectors – 

vented/unvented 

Duoguard instrument tip 
protector 

  

 

 

Web osteotome guards Laparoscopic tip protector Innervent tip guards 

 
 

 

Retractor tip guard Endoscope tip guards  
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1. Determine the most appropriate size protector for the instrument 

 Vented instrument protectors allow improved flow through of steam and gas 

 The Innervent tip protectors have raised inner nubs which also prevent the tip 

protectors from “vacuuming” onto the instrument during drying 

 If using Duoguards, ensure the instrument is open before placing tip protector on tips 

 Web Guards can be used with low heat, plasma sterilisation processes, such as the 

Sterrad™ Sterilisation System. They can be used on endoscopes and their 

accessories 

2. Place protector tip on appropriate sized instrument prior to sterilisation 

3. Package instruments in sterile packaging device (e.g., pouch, wrapped tray, closed 

container). 

4. Place items in steriliser (steam or EO) 

5. Remove from instrument before instrument is used 

6. Dispose of after use in as per hospital protocols. 

 

 


